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Summ a r y

Options for people with severe paralysis who have lost the ability to communicate 
orally are limited. We describe a method for communication in a patient with late-
stage amyotrophic lateral sclerosis (ALS), involving a fully implanted brain–com-
puter interface that consists of subdural electrodes placed over the motor cortex 
and a transmitter placed subcutaneously in the left side of the thorax. By attempt-
ing to move the hand on the side opposite the implanted electrodes, the patient 
accurately and independently controlled a computer typing program 28 weeks after 
electrode placement, at the equivalent of two letters per minute. The brain–com-
puter interface offered autonomous communication that supplemented and at times 
supplanted the patient’s eye-tracking device. (Funded by the Government of the 
Netherlands and the European Union; ClinicalTrials.gov number, NCT02224469.)

Locked-in syndrome is characterized by a loss of voluntary mus-
cular control, resulting in quadriplegia and aphonia, with retention of nor-
mal cognition.1 The syndrome is typically linked to brainstem stroke, but 

degenerative disorders such as ALS, which affects approximately 5 persons per 
100,000 population,2 progress to the same state.3 Despite their predicament, 
people in the locked-in state often report a high quality of life,4 which is corre-
lated with the ability to communicate.5 Current strategies for communication de-
pend mainly on eye movements that are followed by a camera, which enables selec-
tion of items on a computer screen (“eye tracker”); when that fails, communication 
may depend on eye movements or blinks in response to closed-ended questions, 
which limits the options for independent and private communication.

Recent developments in brain–computer interfaces capitalize on the neuroelec-
trical properties of the brain and the localized somatic activation by these brain 
regions.6,7 These systems take advantage of the observation that mental acts, such 
as an attempt to move a limb, lead to reproducible signals in corresponding corti-
cal regions.8 The detection of signals from the cortex requires computational 
processing to separate (“decode”) them from background noise. Decoding of suf-
ficient quality provides the input for a computer system that directs typing soft-
ware, thereby enabling communication.9

Decoding of neuronal signals from brain implants has yielded achievements 
such as the control of a robotic or paralyzed limb by patients with quadriplegia.10-12 
In spite of such achievements, it is difficult to implement independent communica-
tion for daily use at home. To accomplish this, a brain–computer interface must 
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allow for user autonomy and continuous func-
tionality and must reliably detect only intended 
actions.13 Furthermore, permanent availability of 
the interface for communication requires sen-
sors that are connected to the cerebral cortex but 
do not cause discomfort or disfiguration.14

We report on a communication system that 
involves a totally implantable brain–computer in-
terface for home use by a locked-in patient with 
ALS. The implant, combined with automated 
decoding software, enabled independent com-
munication with the use of typing software.

Me thods

Patient

The patient is a woman who was 58 years old at 
the time that informed consent was obtained in 
September 2015. She was in a locked-in state 
from late-stage ALS, which was diagnosed in 
2008, and required positive-pressure mechanical 
ventilation through a tracheostomy. She was able 
to communicate using eye movements (with an 
eye tracker) and blinks denoting yes and no but 
was otherwise completely paralyzed (a score of 
2 on the ALS functional rating scale, which rates 
functional impairment on a scale of 0 to 40, 
with higher scores indicating less disability). We 
report on the period from implantation of the 
brain–computer interface in October 2015 to the 
most recent observations in July 2016. The study 
was approved by the ethics committee at the 
University Medical Center Utrecht in accordance 
with the 2013 provisions of the Declaration of 
Helsinki. Informed consent was obtained (see the 
Supplementary Appendix, available with the full 
text of this article at NEJM.org). This is the first 
patient to be enrolled in this program. Since the 
inception and registration of this study, two ad-
ditional patients have been evaluated, but they 
died from their underlying condition (ALS) be-
fore electrodes were implanted.

Medtronic provided all components of the 
implant, plus the antenna and receiver, free of 
charge to the University Medical Center Utrecht. 
Medtronic contributed funds to the Dutch gov-
ernment agency that funded this study but did 
not provide funds directly to the institution, the 
researchers, or the patient. The fifth author, who 
is an employee of Medtronic and holds shares in 
the company, directed the team that was respon-
sible for developing the implanted parts and the 
receiver; he also wrote portions of the “Implant 

Components” subsection of the Supplementary 
Appendix. He was not involved in the interpreta-
tion of the results.

Implantation and Description of Electrodes 
and Device

On day 0 (October 27, 2015), four subdural elec-
trode strips (Resume II, Medtronic), which were 
designed for epidural spinal cord stimulation 
but have been tested for acceptable endotoxin 
levels in cerebral subdural implantation, were 
implanted through burr holes (1 cm in diameter) 
by means of a frameless stereotaxic procedure, 
guided by functional magnetic resonance imag-
ing (fMRI) and neuronavigation. There were four 
electrodes on each strip (each electrode was 4 mm 
in diameter, with a 1-cm interelectrode distance). 
Two strips were placed over each target region 
(see below). Extension leads were connected to 
the electrode leads, tunneled subcutaneously to 
the abdomen, and externalized through the ab-
dominal skin for temporary connection to elec-
trocorticography equipment (Micromed; sam-
pling rate, 512 Hz; high-pass filter at 0.15 Hz 
and low-pass filter at 134.4 Hz). Three days later, 
the externalized extension leads were removed, 
and two of the electrode strips (Figs. S1 and S3 
in the Supplementary Appendix) were connected 
to an amplifier and transmitter device (Activa 
PC+S, Medtronic) that was placed subcutaneously 
beneath the left clavicle. The device was de-
signed for deep-brain stimulation and biopoten-
tial recording, which allows for long-term elec-
trocorticography with two strips; it is currently 
certified according to Conformité Européene for 
use in patients with Parkinson’s disease, essen-
tial tremor, or epilepsy (Fig. 1, and Fig. S2 in the 
Supplementary Appendix). The leads of the other 
two strips were capped subcutaneously and left 
in place as a backup. During use of the system, 
an antenna is placed on the chest over the device.

The two procedures, which lasted 6.75 hours 
and 1.5 hours, respectively, were performed with 
the patient under general anesthesia. The patient 
became febrile on day 5, and the fever resolved 
without treatment. She was discharged from the 
hospital on day 6.

Determination of Activated Cortical Region

The subdural electrodes were placed over the hand 
region of the left motor cortex, on the basis of 
previous work showing that patients with quad-
riplegia can generate neuroelectrical activity by 
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Figure 1. Electrode Placement and System Setup in the Brain–Computer Interface System.

Panel A shows the contact points of the electrode strips, which are indicated by white dots, over the sensorimotor and dorsolateral prefrontal cortex; 
the positions of electrodes were based on postoperative computed tomographic (CT) scans merged with the presurgical MRI. Electrodes e2 and e3 
on the electrode strip were chosen for brain–computer interface feedback. Panel B shows a postoperative chest radiograph displaying the trans-
mitter device (Activa PC+S, Medtronic), which was placed subcutaneously in the chest, and wires leading to the electrodes. Two of four wires were 
connected to the device. Panel C shows the postoperative CT scan with the locations of four electrode strips. The dots on the four wires are con-
nectors. Panel D shows the components of the brain–computer interface system, including the transmitter, receiving antenna, receiver, and tablet.
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trying to move their hands.10-12 Since the motor 
cortex may be affected in ALS, as a backup, elec-
trodes were also placed on a second region — 
the left prefrontal region, which is activated by 
mental calculation.15 Two strips were positioned 
on each target area to guarantee the best possi-
ble coverage of activated regions, the locations of 
which were determined with the use of fMRI.15-17 
Electrocorticography was used to select the two 
optimal strips for further use. Details of the 
fMRI and electrode selection are provided in the 
Supplementary Appendix. We present results 
from the patient’s activation of the sensorimotor 
area, because it showed the best brain signals 
in early testing and yielded consistent control of 
the brain–computer interface. We have not inves-
tigated the prefrontal region extensively.

Decoding and Training

For 28 weeks after implantation, several com-
puter tasks were used to test and improve the 
algorithms and parameters in the decoding soft-
ware for control of the brain–computer inter-
face. Each setting that yielded good control was 
fixed for the rest of the study. The patient then 
trained with the tasks to improve control over 
her brain signal.

First, the patient practiced activating the mo-
tor cortex with a task in which she attempted to 
hit a target on a video screen by trying to move 
her right hand to move a cursor upward and then 
relaxing her hand to move the cursor down-
ward18 (target task) (Video 1, and Fig. S4A in the 
Supplementary Appendix). Next, she tried to 
regulate the magnitude and timing of her brain 
signal by moving an image of a ball up and 
down on the computer screen at specific mo-
ments indicated by the computer (ball task) (Fig. 
S4C in the Supplementary Appendix). She then 
learned to select specific items, shown in rows 
and columns on the screen, by generating “brain 
clicks,” which are analogous to mouse clicks 
(click task) (Video 2, and Fig. S4E in the Supple-
mentary Appendix). The patient made a brain 
click by trying to move her hand for approxi-
mately 1 second. She had to withhold brain 
clicks until the correct item was highlighted. 
Details of these tasks and of the signal process-
ing are provided in the Supplementary Appendix. 
During every research visit (two visits per week), 
the patient was asked to rate her mood and mo-

tivation on separate 21.5-cm visual-analogue 
scales, with higher scores on the motivation scale 
indicating higher motivation and higher scores 
on the mood scale indicating more depressive 
feelings.19

Communication and Home Use

Spelling was accomplished by the selection, with 
brain clicks, of individual or grouped letters that 
were highlighted automatically and sequentially 
(Video 3, and Fig. S4 in the Supplementary Ap-
pendix). Similar to the click task, spelling in-
volved brain clicks being consciously withheld by 
the patient until the desired letter (or group of 
letters) was highlighted. To quantify performance, 
the patient was asked to spell dictated words. 
Further details of this task are provided in the 
Supplementary Appendix. After every run, mental 
effort was rated by the patient on a scale of 1 to 5 
(with higher scores indicating greater mental 
effort).

When settings had been established that made 
reliable spelling possible, a home-use system was 
provided to the patient; the system included 
automated decoding, fixed settings, and a com-
mercial spelling program (Communicator-5, Tobii 
Dynavox), all running on a tablet (Microsoft 
Surface Pro 4). On day 197, she started using the 
entire system without assistance from the inves-
tigators.

Home use of the system — and of the eye 
tracker, for comparison — were evaluated 7 to 
9 months after surgery with the use of two user-
satisfaction questionnaires: the modified Quebec 
User Evaluation of Satisfaction with Assistive Tech-
nology (QUEST 2.0)20 and Psychosocial Impact of 
Assistive Devices Questionnaire (PIADS).21 Possi-
ble responses on QUEST 2.0 (12 items) range 
from very unsatisfied to very satisfied (5 op-
tions), and responses on PIADS (26 items) range 
from a very negative to a very positive effect of 
the device (7-point scale, ranging from −3 to 3).

R esult s

Determination of the Activated Cortical 
Region

The patient’s attempts to move her right hand 
resulted in consistent fMRI activity in the left 
sensorimotor hand area (Fig. S1 in the Supple-
mentary Appendix). Electrocorticography revealed 

Videos showing 
the performance 

of the tasks are 
available at 

NEJM.org
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that in each electrode strip, two specific elec-
trodes recorded a consistent signal when the 
patient attempted to move her hand (Figs. S1 
and S3 in the Supplementary Appendix). The elec-
trode strip located immediately over the hand 
motor area was selected for further use (Fig. 1, 
and Fig. S1 in the Supplementary Appendix).

Decoding and Training

The patient performed 67 sessions (2 per week), 
each 2 hours in duration, at her home over the 
262 days after surgery. Training and home-use 
sessions overlapped for several weeks. Sessions 
were used to test the algorithms that translated 
cortical activity to computer actions, to investi-
gate the stability of the performance of the sys-
tem over time, and to practice spelling (Fig. 2).

The patient’s performance on the target task 
was correct a mean (±SD) of 91±6% of the time 
(83 runs were performed between day 15 and 
day 262). Her performance on the click task was 
correct 87±7% of the time (37 runs were per-
formed between day 157 and day 238). Inhibit-
ing unintended brain clicks22 while preserving 
sensitivity to intended actions required several 
months of refining the algorithms. When the 

parameter testing was completed (day 157), the 
control signal was stable and the software set-
tings were fixed. Additional details regarding 
the results of these tests and the setting of filter 
parameters are provided in Figs. S4, S5, and S6 
in the Supplementary Appendix. Data from one 
target-task run and one click-task run are avail-
able at http://dx . doi . org/  10 . 5061/  dryad . k9f10.

Visual-analogue scores for mood, for which 
higher scores indicate greater depression, were 
consistently below 30% (the lower limit for mild 
depression).23 An exception occurred during a 
short period of unrelated medical problems, but 
the visual-analogue scores for motivation during 
this period remained above 80% (Fig. S7 in the 
Supplementary Appendix).

Communication and Independent Home Use

From day 168 to day 262, a total of 44 spelling 
runs were performed during research visits, and 
the patient’s performance was correct 89±6% of 
the time (Fig. 3, and Fig. S4 in the Supplemen-
tary Appendix). Half the incorrect clicks occurred 
just before or just after the target letter, which 
indicated that they were caused by small timing 
errors. The mental effort required during spell-

Figure 2. Overview of Training Sessions.

Two training sessions were conducted every week at the home of the patient. A total of 357 runs (with tasks that were 
2 to 5 minutes in duration) were performed in 67 sessions. Shading indicates the types of tasks that were performed. 
Spelling was attempted in week 8, but the patient reported that excessive mental effort was required. Better decoding 
enabled spelling starting from week 25. Arrows with the same shading as the bars indicate the time at which parame-
ter settings for the respective task were established, marking the onset of actual training on the task. The ball task 
was used only for parameter adjustment and was not subsequently used for training after the parameter settings 
had been fixed.
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ing, rated by the patient on a scale from 1 to 5, 
declined from an initial value of 5 to a mean of 
2.8. Spelling initially took 52 seconds per letter; 
the time required dropped to 33 seconds per let-
ter when word prediction was used.

The home-use system was used at will with 
minimal assistance. Setting up the system re-
quired assistance in positioning the antenna, 
positioning and switching on the receiver and 
tablet, and connecting the cables; these tasks 
did not require any special skills (Fig. 1D). Logs 
from the patient’s system indicated that from 
day 197 (when she received the home-use sys-
tem) through day 266, she used the system for 
communication on 32 days (Fig. 3B) and for 86 
minutes per day on average. She used the system 
whenever she went outside, where lighting con-
ditions made eye tracking impossible; in those 
circumstances, she relied on the system as the 
only means of communication and also used it 
to draw the attention of her caregiver by using 
the brain click to select a button that generated 
a sound.

Satisfaction with the home-use system was 
similar to that with the eye tracker. For both 
systems, the modified QUEST 2.0 scores for all 
aspects of use were “satisfied/very satisfied,” 
with the exception of “adaptability to your spe-
cific situation” for the eye tracker (for which the 
score was “unsatisfied”). PIADS items were 

grouped into three domains (competence, adapt-
ability, and self-esteem); the resulting scores for 
the system and the eye tracker were 1.1 and 1.3, 
2.2 and 1.5, and 1.0 and 0.6, respectively.

Discussion

We describe a method for autonomous commu-
nication, involving a fully implanted brain–com-
puter interface, for use by a locked-in patient 
with late-stage ALS. By attempting to move her 
hand and by using software that automatically 
extracted electrocortical signal features, the pa-
tient was able to control commercial communi-
cation software that could type, albeit at a slow 
rate. She was able to use the system at home 
with minimal assistance; the assistance that was 
required mainly involved placement of the an-
tenna in proximity to the implanted transmitter. 
The patient was able to use the system to replace 
an eye tracker when lighting conditions made 
the eye tracker impossible to use. She reported 
high levels of satisfaction with the device and 
used it multiple times per week. Scores for both 
systems were slightly lower than those previ-
ously reported for eye trackers by patients with 
ALS (a score of approximately 2 on the three 
PIADS domains and high satisfaction on the 
QUEST 2.0).24

These results show that the system is capable 

Figure 3. Spelling Performance.

Panel A shows spelling performance aggregated over all 44 spelling runs, with the mean percentage of correct and 
incorrect responses indicated; T bars indicate standard deviations. Correct responses included the selection of the 
correct letters (“active” trial) and omission of a brain click when other letters were highlighted (“inactive” trial); 
more inactive than active trials were performed. Panel B shows the hours per day of use of the home-use system for 
spelling (the system was not used daily; therefore, days are not consecutive).
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of meeting the requirements for independent 
communication and could be a method of com-
munication for patients who are unable to use 
conventional communication tools such as eye 
trackers. Factors that may limit the use of the 
system by future patients include cortical dam-
age, cognitive impairment, and unsupportive care-
giving.
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